Ultrasound exposure in diagnostic echography.
The output characteristics and spatial distribution of pulses were studied in static and real time B-mode imaging, and M-mode procedures to assess the ultrasound exposure occurring over the total examination area and at a single point tissue target during a diagnostic examination.